High Kinetic Energy Ion Mobility Spectrometry (HiKE-IMS) at 40 mbar by Schlottmann, Florian et al.
High Kinetic Energy Ion Mobility Spectrometry (HiKE-IMS) at 
40 mbar  
Florian Schlottmann, Ansgar T. Kirk, Maria Allers, Alexander Bohnhorst, Stefan Zimmermann 
Leibniz University Hannover, Institute of Electrical Engineering and Measurement Technology, Department of 
Sensors and Measurement Technology, Appelstr. 9A, 30167 Hannover, Germany 
Abstract: 
High Kinetic Energy Ion Mobility Spectrometers (HiKE-IMS) are usually operated at an absolute 
pressure of 20 mbar reaching high reduced electric field strengths of up to 125 Td for controlled 
reaction kinetics. This significantly increases the linear range and limits chemical cross sensitivities. 
Furthermore, HiKE-IMS enables the ionization of compounds normally not detectable in ambient 
pressure IMS, such as benzene, due to new reaction pathways and the inhibition of clustering 
reactions. In addition, HiKE-IMS allows the observation of additional orthogonal parameters related to 
an increased ion temperature such as fragmentation and field-dependent ion mobility, which may help 
to separate compounds that have similar ion mobility under low field conditions.  
Aiming for a hand-held HiKE-IMS to carry its benefits into field applications, reducing size and power 
consumption of the vacuum system is necessary. In this work, we present a novel HiKE-IMS design 
entirely manufactured from standard printed circuit boards (PCB) and experimentally investigate the 
analytical performance in dependence of the operating pressure between 20 mbar and 40 mbar. 
Hereby, the limit of detection (LoD) for benzene in purified, dry air (1.4 ppmV water) improved from 
7 ppbV at 20 mbar down to 1.8 ppbV at 40 mbar. Furthermore, adding 0.9 ppmV toluene the signal of 
the benzene B+ peak decreases by only 2 % at 40 mbar. Even in the presence of high relative humidity 
in the sample gas above 90 % or toluene concentrations of up to 20 ppmV, the LoD for benzene just 
increases to 9 ppbV at 40 mbar. 
Introduction 
Ion mobility spectrometry (IMS) is a well-known technique for fast online trace gas detection1,2. 
Providing limits of detection in the low ppbv (parts-per-billion by volume) or even pptv (parts-per-
trillion by volume)1 range within a second of measurement time, they are commonly used in safety 
and security applications for the fast detection of chemical warfare agents3,4, toxic industrial 
chemicals5,6, drugs7,8 or explosives9–11. Ion mobility spectrometers separate ions by their motion 
through a neutral gas under the influence of an electric field. Classical ion mobility spectrometers in 
these applications are operated at ambient pressure of about 1000 mbar. Thus, they can be easily 
coupled to extremely efficient atmospheric pressure chemical ionization (APCI) sources. In these 
sources, electrons with high kinetic energy e.g. emitted from weak radioactive beta emitters or 
generated in corona discharges initiate a reaction cascade resulting in the ionization of analyte 
molecules. Initially, stable reactant ions are generated by ionizing the main constituents of the sample 
gas. Subsequently, these reactant ions react with analyte molecules to form product ions. Due to the 
large number of collisions at ambient pressure, this ionization method is very effective for substances 
amenable for this chemical ionization. Polar substances with high proton affinity are detected with 
high sensitivity. In contrast, nonpolar substances with low proton affinity are only detectable with 
great difficulty or not at all. Furthermore, the sensitivity is vastly decreasing with increasing water 
content of the introduced sample gas12,13. Additionally, IMS operated at ambient pressure suffers from 
a low linear range and strong matrix effects14–18, as the generated ion population does not represent 
the actual composition of the sample gas, but the thermodynamically controlled ion population after 
reaching the thermal equilibrium. 
To overcome these problems, in e.g. proton transfer reaction (PTR) or selected ion flow drift tube 
(SIDFT) mass spectrometry, the occurring chemical ionization processes are controlled in complex ion-
molecule reactors operating at decreased pressures16. As described for example by Lindinger et al.19–
21 as well as Spanel and Smith22–25, in these reactors, reaction times in the order of 100 µs to 1 ms result 
in a decrease in cross sensitivity as the ions are injected into the mass spectrometer before the thermal 
equilibrium establishes. Furthermore, the dissociation of ion-neutral clusters by high reduced electric 
field strengths 𝐸/𝑁 enables a detection even of low proton affine and nonpolar substances. The 
reduced electric field strength 𝐸/𝑁 is the ratio of electric field strength 𝐸 to neutral molecule density 
 𝑁, usually expressed in Townsend (1 Td = 1∙10-21 Vm²). It is a measure for the energy an ion acquires 
in between to collisions. 
Similar to PTR-MS or SIFDT-MS, High Kinetic Energy Ion Mobility Spectrometers (HiKE-IMS)26,27 ionize 
in a reaction region operated at decreased pressures around 20 mbar and reduced electric reaction 
field strengths 𝐸/𝑁 up to 120 Td. However, instead of a mass spectrometer, an ion mobility 
spectrometer operated at the same pressure as the reaction region is used for ion separation and 
detection. Thus, compared to mass spectrometry neither ion transfer nor high vacuum components 
are needed. Due to the operation at decreased pressures and high reduced electric field strengths, the 
ion-molecule chemistry in the HiKE-IMS generally differs from that in classical ambient pressure IMS28. 
Nonetheless, the underlying ion-molecule reactions resulting in the formation of the observed ions in 
the HiKE-IMS are well known from literature. In particular, at thermal ion-molecule interaction 
energies, thermodynamic and kinetic data describing the occurring ion-molecule reactions have been 
published among others by Good29, Kebarle30–32 and Zhao33. Furthermore, extensive information is 
available from PTR- or SIFDT-MS studies concerning the reactions of different reactant ions with 
various analyte molecules34–42. High reduced electric field strengths 𝐸/𝑁 of 125 Td lead e.g. for 
hydronium (𝐻3𝑂
+) to average kinetic energies of approx. 0.25 eV43. As described above, the operation 
at decreased pressure and high reduced electric field strengths is particularly beneficial for two main 
reasons. First, the much shorter residence time of ions in the reaction region leads to a significant 
enhancement of the linear range and limited chemical cross sensitivities. Second, high reduced electric 
field strengths inhibit the formation of ion-neutral clusters and thus enable new ionization pathways 
to ionize e.g. low proton affine compounds not detectable by ambient pressure chemical ionization. 
For example, in a previous proof-of-concept study using HiKE-IMS27, a direct quantitative detection of 
the low proton affine substance benzene with 16 ppbV limits of detection in humid gas mixtures 
(3700 ppmV water concentration) containing high proton affinity compounds was demonstrated. 
Another important benefit of HiKE-IMS is the possibility of changing the reduced electric field strength 
in the drift region independently of the reduced electric field in the reaction region in order to separate 
substances by their field-dependent ion mobility as known from FAIMS and DMS1,44–48 allowing for 
improved substance identification. Furthermore, high reduced electric field strength can lead to 
fragmentation28,49,50, also improving substance identification. 
However, the HiKE-IMS presented in a previous work51 has an overall length of about 420 mm. 
Furthermore, a membrane pump with a weight of 11 kg and a maximum electrical power consumption 
of 800 W is used. Weight and power consumption are both crucial factors for future mobile and hand-
held HiKE-IMS. Therefore, one development goal is to operate the HiKE-IMS at elevated pressures 
above 20 mbar allowing for smaller pumps with less power consumption. Thus, a new HiKE-IMS design 
was developed with an operating pressure of 40 mbar but still reaching high reduced electric field 
strengths of up to 105 Td. In the following, the effect of an increased pressure in HiKE-IMS on the 
analytical performance will be discussed. 
Experimental 
As mentioned before, the maximum operating pressure is increased to 40 mbar whilst using the same 
voltage sources as in the previously presented setup51. Thus, it is possible to use the same isolated 
electronics for driving the corona discharge source and the ion gate. The maximum reduced electric 
field strength 𝜀𝑚𝑎𝑥 is given in Equation 1
52 with the maximum voltage 𝑈𝑚𝑎𝑥 and the maximum electric 
field 𝐸𝑚𝑎𝑥 divided by the neutral molecule density 𝑁. Here, the generalized length 𝐿 is used. This 
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Substituting the neutral molecule density 𝑁 from Equation 1 by using the ideal gas equation leads to 
Equation 2. As the thermodynamic temperature 𝑇 can only be varied in a small range due to used 
construction materials and experimental setup, and since the voltage 𝑈𝑚𝑎𝑥 is limited by the voltage 
source, the length 𝐿 has to be decreased to reach the same maximum reduced electric field strength 
𝜀𝑚𝑎𝑥 when increasing the pressure. Thus, doubling the operating pressure 𝑝 results directly in halving 
the length 𝐿. 
𝜀𝑚𝑎𝑥 =
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Consequently, the HiKE-IMS designed in this work and to be operated at 40 mbar has a 150 mm drift 
region. For comparison, the length of the drift region of the previous presented HiKE-IMS51 operated 
at 20 mbar is 306 mm. The table of content graphic shows a photograph of the reaction region of the 
HiKE-IMS, which is entirely built from standard printed circuit boards similar to the work of Bohnhorst 
et al.53.The default operating parameters are listed in Table 1. Before assembly, all parts are thoroughly 
cleaned in an ultrasonic bath and afterwards stored in a vacuum oven at 80 °C for 24 h to prevent any 
outgassing during operation as this can significantly alter the ion population54. In Figure 1, a schematic 
of the HiKE-IMS is shown.  
Ions are formed in the reaction region by corona discharge ionization (Corona Needle, Agilent 
Technologies, USA) before they are separated in the drift region. The original HiKE-IMS published by 
Langejürgen et al.26,27 and Kirk et al.51 uses additive water fed to the corona discharge region to shift 
the reactant ions towards 𝐻+(𝐻2𝑂)𝑚 and 𝑁𝑂
+(𝐻2𝑂)𝑛 discriminating 𝑂2
+(𝐻2𝑂)𝑞 due to the 
formation of large water clusters promoting the conversion of 𝑂2
+(𝐻2𝑂)𝑞 to 𝐻
+(𝐻2𝑂)𝑚. In contrast, 
the presented device in this work does not use any additional water, thinking of later hand-held devices 
and an increased lifetime of drift gas filters. In both, the reaction and drift region, the reduced electric 
field strength can be independently increased up to 105 Td by varying the corresponding voltages. If 
pressure fluctuations occur, the reaction and drift voltage are automatically adjusted by custom built 
software based on LabVIEW (National Instruments, U.S.) in order to assure a constant reduced electric 
field strength during data acquisition. Ions are injected from the reaction region into the drift region 
through the new tristate ion gate. The new tristate ion gate consists of three grids and utilizes a certain 
switching sequence to avoid any mobility discrimination51. The gate opening time is 3 μs. Due to the 
relatively short drift times of less than 500 µs, the repetition rate for the ion injection is 2 kHz.  
Drift and sample gas are directly fed into the HiKE-IMS from ambient pressure via flow restricting 
capillaries with 250 μm inner diameter and adjusted lengths to provide gas flow rates of 10 mls/min 
(milliliter standard per minute, mass flow at reference conditions 20 °C and 1013.25 mbar) for sample 
and 20 mls/min for drift gas. The drift gas purges the drift region and the reaction region and mixes 
within the reaction region with the sample gas. Purified, dry air (1.4 ppmV water) was used for both, 
the drift and sample gas. Additionally, the humidity of the sample gas can be varied over a wide range 
up to a relative humidity of 92.5 % at the operating temperature of 25 °C. Low water concentrations 
in the order of ppmV are measured by a dew point sensor (Easidew Online, Michell Instruments, 
Germany) and high relative humidity above 1 % with a moisture and temperature sensor (Testo 635-
2, Testo, Austria). All substances were purchased from Sigma Aldrich. In our experimental setup, the 
HiKE-IMS is evacuated via a membrane pump (MVP 040-2, Pfeiffer Vacuum, Germany). The pressure 
within the HiKE-IMS is monitored with a capacitive pressure gauge (CMR 362, Pfeiffer Vacuum, 
Germany). By adjusting the pumping rate via a throttle valve (EVN 116, Pfeiffer Vacuum, Germany), 
the pressure within the HiKE-IMS can be varied between 20 and 40 mbar. In this work, the reduced 
electric field strength was kept constant at 85 Td in the reaction region and 105 Td in the drift region. 
 
 
Figure 1: Schematic of the HiKE-IMS consisting of a corona discharge ionization source for generation of reactant ions, a 
reaction region where the reactant ions ionize analyte molecules in the sample gas, a tristate ion gate to chop the ion beam, 
a drift region in which ions are separated and a detector for detecting the ion current. 
The electronics to drive the HiKE-IMS, such as the ion gate controller and the isolated voltage supply 
for the corona discharge source, are already reported in51. The ions discharge at a Faraday plate placed 
at the end of the drift region. Hereby, a current is measurable at the Faraday plate, which is amplified 
by a transimpedance amplifier with a bandwidth of 148 kHz and a gain of 143 MΩ which was also 
designed and built at our institute55. A RTB2004, Rohde & Schwarz, Germany, digitized the amplified 
ion mobility spectra. Additionally, a commercially available 20 kV voltage source, HCP 14-20000, FuG 
Elektronik, Germany, was used for generating the drift voltage. At this stage of development, the setup 
is a laboratory grade demonstrator for testing the components, in this case, exploring effects of 
increasing operating pressure. 
Table 1: Operational parameters of the HiKE-IMS used in this work 
Parameter Value 
Reaction region length  50 mm 
Drift region length 150 mm 
Overall length (including 
corona ionization source and 
connectors) 
250 mm 
Inner Dimension of drift and 
reaction region  
20 mm ∙  20 mm, 
rectangular shape 
Corona voltage 1200 - 1550 V 
Reaction region voltage 0 - 5 kV 
Reaction region reduced field 85 Td 
Drift region voltage 0 - 20 kV 
Drift region reduced field 105 Td 
Injection time 3 µs 
Number of averages 1024 
Averaging time 0.512 s 
Length of measured spectrum 500 µs 
Drift gas flow 20 mls/min 
Sample gas flow 10 mls/min 
Dew point of  
drift gas and sample gas 
-74 °C (1.4 ppmV water 
vapor concentration) 
Operating pressure 20 – 40 mbar 
Operating temperature 25 °C 
Results and Discussion 
The operating pressure has a profound impact on the analytical performance of the HiKE-IMS. One 
indicator for the performance of IMS is the resolving power 𝑅𝑝. The resolving power 𝑅𝑝 in ion mobility 
spectrometers exhibits an optimum between the regions where it is limited by diffusion and where it 
is limited by the initial ion packet width and amplifier broadening56,57. To achieve better limits of 
detection, ion mobility spectrometers for trace gas detection are usually operated in the latter 
region58,59. Thus, even at high reduced field strengths, effects such as increased diffusion due to ion 
heating just play a minor role51,60. The resulting resolving power equation when using the reduced field 
strength as the independent variable was previously derived by Kirk et al.51. Equation 3, which is taken 
from51, shows also the dependence of the resolving power 𝑅𝑝 on the neutral molecule density 𝑁. 
Furthermore, constants like the charge of the ion 𝑧 ∙ 𝑒, the Boltzman constant 𝑘𝐵, the neutral molecule 
density at standard conditions 𝑁0 and the substance specific reduced ion mobility 𝐾0 influence the 
different terms of the resolving power 𝑅𝑝. The temperature 𝑇 will not be varied in this paper. The 
same applies to the injection width 𝑤𝑖𝑛𝑗 and thus the resulting minimum temporal width 𝑤𝑚𝑖𝑛 and 
the length of the drift region 𝐿. When operating at same reduced electric field strength 𝜀, increasing 
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Furthermore, the ion current 𝐼𝑖𝑜𝑛 at the end of the reaction region of a HiKE-IMS with a corona 
discharge ionization source is shown in Equation 4, which was derived in 61. The equation predicts a 
linear dependence between the ion current and pressure when the length 𝐿 and the reduced electric 
field strength 𝜀 are kept constant. Thus, increasing operating pressure increases both, resolving power 






Since the total charge arriving at the detector is proportional to the ion current 𝐼𝑖𝑜𝑛, the integral over 
time of the ion mobility spectrum, which gives the total charge, should be linear to the pressure. 
Figure 2 shows the measured total charge of the ion mobility spectrum of purified, dry air (1.4 ppmV 
water) with just the reactant ion peak present at different pressures. The predicted linearity 
dependence can be clearly seen. More generally, higher pressure leads to a larger number of reactant 
ions, which increases the linear range and the sensitivity of HiKE-IMS. 
    
Figure 2: Total charge related to the ion mobility spectrum of purified, dry air (1.4 ppmV water) with just the reactant ion peaks 
present at varying pressures. For the y-axis error bars 1.96𝜎 is used and 𝜎 is determined from the total charge in eleven spectra 
recorded at each of the different pressures. Due to the high accuracy of the pressure gauge, x-axis error bars are hardly visible.  
As shown in previous work by Langejürgen27, the HiKE-IMS is capable of detecting substances not 
detectable with conventional IMS. For example, benzene is a widely used aromatic chemical 
compound and a natural constituent of crude oil62 that is classified by the International Agency for 
Research on Cancer (IARC) as carcinogenic to humans63. Therefore, low legal exposure limits exists, 
e.g. 1 ppmV for 15 min short time exposure and 100 ppbV for 10 h long time exposure at workplaces 
given by the U.S. National Institute for Occupational Safety or Health (NIOSH) or 50 ppbV for eight hours 
given by the European Chemicals Agency (ECHA). Thus, the LoD for benzene of the HiKE-IMS should be 
significantly below these values. 
However, benzene is a nonpolar molecule and can easily lose charge to other substances. Furthermore, 
with a low proton affinity of just 750.4 kJ/mol64 it is not likely to be ionized in conventional IMS 
operated around 1000 mbar as large water clusters having much higher proton affinity than benzene 
constitute the reactant ions. Even worse, concentrations of several ppbV toluene, a substance likely to 
appear together with benzene e.g. in crude oil, completely suppresses any benzene related signal due 
to the higher proton affinity of toluene of 784 kJ/mol64. Since all chemical ionization processes depend 
on pressure, the reactant ion population crucial for ionizing benzene is investigated whilst varying the 
pressure. 
Figure 3 (left) shows the measured ion mobility spectra of purified, dry air (1.4 ppmV water) with just 
the reactant ions present for different operating pressures. The presented spectra consist of three 
reactant ion species. By coupling a HiKE-IMS to a mass spectrometer (MS), the underlying ion species 
have been identified as 𝑁𝑂+, 𝐻3𝑂
+ and 𝑂2
+28. When varying the pressure in 5 mbar steps from 
20 mbar to 40 mbar, the applied corona voltage needs to be adjusted, due to the varying neutral 
molecule density; otherwise, the corona discharge would extinguish. Corona voltage was varied 
between 1200 V at 20 mbar and 1535 V at 40 mbar. The reactant ion spectra in Figure 3 (left) show 
different variations in peak height of the three reactant ion species with increasing pressure. 
Nevertheless, the total charge is linearly increasing with pressure, as already shown in Figure 2. 
Intensities of 𝑁𝑂+ and 𝐻3𝑂
+ significantly increase with pressure, while the intensity of 𝑂2
+ slightly 
decreases. This is due to the increasing number of collisions with pressure and therefore a higher 
possibility for 𝑂2
+ ions losing charge to molecules forming more stable ions. Figure 3 (right) shows the 
relative abundance of each reactant ion species charge on the total charge of the spectra in Figure 3 
(left). Looking at the nearly constant relative abundance of NO+, such ions seem to be chemically 
unaffected by increasing pressure besides their absolute increase directly imposed by increasing 
pressure. In contrast, with increasing pressure the relative abundance of 𝑂2
+ is decreasing in the same 
manner as the relative abundance of 𝐻3𝑂
+ increases. The increasing number of collisions with 
increasing pressure in a reaction region of constant length leads to an increasing conversion of 𝑂2
+ to 
𝐻3𝑂
+ reactant ions. In summary, higher pressures lead to a higher absolute number of 𝑁𝑂+ and 𝐻3𝑂
+ 
while the absolute number of 𝑂2
+ remains nearly constant. This leads to new reaction pathways, such 
as the charge transfer from 𝑁𝑂+ and 𝑂2
+ to benzene giving 𝐵+. 
 
 
Figure 3: Reactant ion spectra of purified, dry air (1.4 ppmV water) at different pressures, reduced ion mobility of 
𝑁𝑂+=3.04 cm²/Vs, 𝐻3𝑂
+=2.80 cm²/Vs and 𝑂2
+=2.50 cm²/Vs (left). Relative abundance of reactant ions charge on the total 
charge of the spectra in Figure 3 (left) over pressure (right). For the y-axis error bars 1.96𝜎 is used and 𝜎 is determined from 
the respective charge in eleven spectra recorded at each of the different pressures. Due to the high accuracy of the pressure 
gauge, x-axis error bars are hardly visible. 
Having analyzed the pressure-dependent changes of the reactant ions available for ionizing benzene, 
the ionization of benzene should be considered next. Therefore, the simple charge transfer reaction 
with the rate constant 𝑘𝑅𝐵 between a reactant ion 𝑅
+, which either can be 𝑁𝑂+ or 𝑂2
+, and the 
analyte benzene 𝐵 is considered in Equation 5.  
𝑅+ + 𝐵
𝑘𝑅𝐵
→  𝑅 + 𝐵+ 5 
In order to evaluate the time-dependent change of 𝐵+ in the reaction region of the HiKE-IMS, reaction 
5 and its corresponding reaction rate constant can be expressed by an ordinary differential equation. 
Since the neutral reaction partner benzene is present in vast excess, the reaction is considered to be 
pseudo-first order with respect to the ionic species. The solution of the resulting pseudo-first-order 
differential equation provides the number of the single charged Benzene ions per volume [𝐵+] for 
short reaction times ∆𝑡, as derived for example in65 and shown in Equation 6.  
[𝐵+] =  𝑘𝑅𝐵 ∙ [𝑅
+]0 ∙ [𝐵] ∙ ∆𝑡 
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The number of reactant ions per volume [𝑅+]0 at the beginning of the reaction is proportional to the 
ion current 𝐼𝑖𝑜𝑛 and the number of neutral benzene molecules per volume [𝐵] is proportional to the 
neutral molecule density 𝑁. The reaction time ∆𝑡 is the drift time through the reaction region as known 
from standard ion mobility spectrometry1 leading to a quadratic increase of [𝐵+] with pressure as 
given in Equation 7. These considerations are only valid as long as no concurrent reactions exist or the 
number of [𝑅+]0 is high enough. 









 ~ 𝜀 ∙ 𝑁2~ 𝑁² 
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Summarizing the model for product ion generation, it is obvious from the given equations that the 
population of reactant ions linearly increases with pressure and results in a quadratic growth of 
product ions, thus, a significant increase in HiKE-IMS sensitivity. To verify the above relations, the 
ionization of benzene at a constant concentration of 750 ppbV is considered. Figure 4 (left) shows the 
recorded HiKE-IMS spectra in purified, dry air (1.4 ppmV water) for different operating pressures from 
20 mbar to 40 mbar. Apart from the reactant ion species, two product ions attributed to benzene can 
be observed. Using the HiKE-IMS-MS coupling presented in28, these product ions have been identified 
as the single charged benzene 𝐵+ and the protonated benzene 𝐵𝐻+. As described before, 𝐵+ results 
from a direct charge transfer reaction with 𝑁𝑂+ and 𝑂2
+. 𝐵𝐻+ is formed by proton transfer reaction 
with 𝐻3𝑂
+ due to the lower proton affinity of the water molecule (691 kJ/mol64) compared to that of 
benzene (750.4 kJ/mol64). 𝐵+ is the dominant product ion of benzene with increasing number of 
molecules per volume for higher pressures as predicted by Equations 6 and 7. Figure 4 (right) shows 
the 𝐵+ ion current in dependence of pressure. As it can be seen, the 𝐵+ peak height grows in a 
quadratic fashion.  
  
 
Figure 4: IMS spectra of 750 ppbV benzene in purified, dry air (1.4 ppmV water) at different pressures, reduced ion mobility of 
𝐵+=2.33 cm²/Vs and 𝐵𝐻+ 2.26 cm²/Vs (left). Peak height of 𝐵+ over pressure and quadratic fit with no offset (right). For the 
y-axis error bars 1.96𝜎 is used and 𝜎 is determined from the amplitude in at least ten spectra recorded at each of the different 
pressures. Due to the high accuracy of the pressure gauge, x-axis error bars are hardly visible. 
To emphasize the major benefit of increasing pressure and the associated quadratic increase of 
product ions, limits of detection (LoD) were measured for different pressures. Here, the LoD is defined 
as the 𝐵+ signal being larger than thrice the noise 𝜎 at given averages. Therefore, an orange line 
representing the 3𝜎 threshold is plotted in Figure 5. As stated above, the peak height of benzene 𝐵+ 
increases in a quadratic fashion with pressure. Likewise, the LoD improves from 6.4 to 1.8 ppbV with 
pressure increase from 20 mbar to 40 mbar. The LoD has been calculated with 0.512 s of averaging. 
  
 
Figure 5: 𝐵+ peak height over concentration at different pressures and detecton limits of benzene in purified, dry air (1.4 ppmV 
water). For the y-axis error bars, 1.96𝜎 is used and 𝜎 is determined from the amplitude in at least ten spectra recorded at each 
of the different concentrations. In addition, for the concentration error bars on the x-axis calculations of the relative error 
were performed. At 24 ppbV benzene concentration, another flow controller is switched on, significantly enlarging the error. 
In the following, the effect of toluene and water on the benzene signal is investigated at an operation 
pressure of 40 mbar. In conventional IMS operated at ambient pressure of about 1000 mbar, water is 
a major interferent due to the increasing cluster size of the protonated water clusters leading to an 
increased proton affinity, e.g. of 808 kJ/mol64 for the water cluster (𝐻2𝑂)2. Thus, low proton affine 
substances, such as benzene with a proton affinity of 750.4 kJ/mol, cannot be ionized under humid 
conditions. In HiKE-IMS the situation is quite different for various reasons. Figure 6 shows the recorded 
ion mobility spectra of 750 ppbV benzene in purified air with increasing relative humidity. Obviously, 
increasing humidity in the sample gas leads to a significant change of the reactant ion population. The 
intensity of the 𝑁𝑂+ peak slightly increases with increasing sample gas humidity. In contrast, the 
abundance of 𝑂2
+ is heavily affected by the relative humidity and decreases with increasing humidity. 
At high relative humidity, all 𝑂2
+ are converted to 𝐻3𝑂
+66. Thus, at high humidity, the formation of 
𝐵+ via the charge transfer reaction with 𝑂2
+ is not possible and the ionization via 𝑁𝑂+ is the only 
possible ionization path. Consequently, losing one path for ionization, the 𝐵+ signal is reduced to 
0.166 nA at 92.5 % relative humidity as shown in Figure 6 (left). Comparing this peak height to the peak 
height of 750 ppbV 𝐵+ in purified, dry air (1.4 ppmV water), leads to a decrease by a factor of five, which 
would lead to an increase of the LoD of 𝐵+ to 9 ppbV. 
   
 
Figure 6: Ion mobility spectra of 750 ppbV benzene in purified air with changing relative humidity at 40 mbar (left). Peak height 
of 𝐵+ at increasing relative humidity (right). For the y-axis error bars 1.96𝜎 is used and 𝜎 is determined from the amplitude in 
at least ten spectra recorded. For the x-axis error bars the percentage error of the relative humidity measuring device is used. 
The lowest humidity at 0.009 % is calculated from the given dew point and its error.  
In addition to water, other substances chemically interfere with benzene in conventional IMS operated 
at ambient pressure, e.g. other aromatic hydrocarbons such as toluene and xylene. Both toluene and 
xylene have a higher proton affinities of 784 kJ/mol and 796 kJ/mol 64 than benzene of 750.4 kJ/mol, 
resulting in a chemical suppression of the benzene signal even for very low concentrations of toluene 
and benzene. Thus, the effect of an increasing toluene concentration on the benzene signal is 
investigated next, see Figure 7 (left). The concentration of benzene is constant at 750 ppbV. Similar to 
benzene, toluene can be ionized via different ionization pathways and forms two peaks, a direct 
ionized, single charged 𝑇+ and a protonated 𝑇𝐻+. While 0.9 ppmV toluene has no visible effect on the 
𝐵+ peak height, 5 ppmV toluene reduces the 𝐵+ peak to 72 % of its initial height. This is a significantly 
reduced interference compared to conventional IMS. In Figure 7 (right), the peak height of 𝐵+ is 
plotted over the toluene concentration whilst increasing the toluene concentration from zero ppmV 
up to 22 ppmV. The 𝐵+ peak height is decreasing from 0.8 nA until it settles at a minimum of 0.2 nA at 
a toluene concentration of 22 ppmV. At the used parameters, a significant cross sensitivity of toluene 
with respect to benzene exists. By increasing the pressure and therefore the number of collisions, such 
increasing cross sensitivity is expected. Nonetheless, in contrast to ambient pressure IMS, the HiKE-
IMS operated at 40 mbar clearly outplays conventional IMS regarding the detection of benzene in the 
presence of toluene and water. By looking at the 𝐵+ peak height change in the presence of 22 ppmV 
toluene, a limit of detection of 8 ppmV benzene would still be achieved in toluene rich environments 
within 0.512 s of averaging. 
 
 
Figure 7: Ion mobility spectra at different toluene concentrations and constant benzene concentration of 750 ppbV in purified, 
dry air (1.4 ppmV water) at 40 mbar, 𝑇+ 2.18 cm²/Vs and 𝑇𝐻+ 2.14 cm²/Vs (left). Peak height of 𝐵+ and 𝑇+ at increasing 
toluene concentration. For the y-axis error bars, 1.96𝜎 is used and 𝜎 is determined from the amplitude in at least ten spectra 
recorded. In addition, for the concentration error bars on the x-axis calculations of the relative error were performed. At 
10.3 ppmV toluene concentration, another flow controller is switched on, significantly enlarging the error. 
Conclusion 
In this paper, we present a miniaturized, just 250 mm long HiKE-IMS entirely built from printed circuit 
boards, operated at a maximum pressure of 40 mbar, and still reaching reduced electric field strengths 
in the reaction and drift region of up to 105 Td. With miniaturized electronics and peripherals, 
construction of a field portable, briefcase-sized HiKE-IMS is therefore feasible. By increasing pressure 
at constant reduced electric field strength, the reactant ion current increases, enlarging the number of 
possible reaction partners for analyte molecules. This results in a quadratic increase in analyte ion 
generation, here demonstrated for benzene. Furthermore, two important cross-sensitivities, water 
and toluene, have been investigated. As expected, cross-sensitivities increase with increasing pressure 
but benzene is clearly detectable with a LoD of 9 ppbV in less than a second even at very high 
concentrations of toluene up to 22 ppmV and relative humidity up to 92.5 %. Thus, the presented HiKE-
IMS has a five times lower LoD for benzene than the required value given by the European Chemicals 
Agency (ECHA) for long-term exposures (50 ppbV).  
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